
Sample Name : LAH4
Cat No. :RP20096
Lot No. : PE5301703
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<Peak Table>

Detector A Channel 1 220nm
Peak#
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Ret. Time

 10.194 
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 23.898 

 24.275 

 24.556 

Area

 27884 

 3760 

 3248469 

 28621 

 5801 

 17856 

 3332391 

Height

 5030 
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 253846 

 3785 

 932 

 2250 

 266404 

Area%

 0.837 

 0.113 

 97.482 

 0.859 

 0.174 

 0.536 

 100.000 

Pump A : 0.065% trifluoroacetic in 100% water (v/v)
Pump B : 0.05% trifluoroacetic in 100% acetonitrile (v/v)
Total Flow:1 ml/min
Wavelength:220 nm
<<LC Time Program>>
  Time Module Command Value

0.01 Pumps Pump B Conc. 5
25.00 Pumps Pump B Conc. 65
25.01 Pumps Pump B Conc. 95
31.00 Pumps Pump B Conc. 95
31.01 Pumps Pump B Conc. 5
40.00 Pumps Pump B Conc. 5
40.01 Controller Stop

<<Column Performance>>
<Detector A>
Column : AlltimaTM C18 4.6 x 250 mm


